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Abstract
This review evaluates the reliability and validity of ultrasound to quantify muscles in older adults. The databases PubMed,
Cochrane, and Cumulative Index to Nursing and Allied Health Literature were systematically searched for studies. In 17 studies,
the reliability (n = 13) and validity (n = 8) of ultrasound to quantify muscles in community-dwelling older adults (≥60 years) or a
clinical population were evaluated. Four out of 13 reliability studies investigated both intra-rater and inter-rater reliability.
Intraclass correlation coefﬁcient (ICC) scores for reliability ranged from 0.26 to 1.00. The highest ICC scores were found
for the vastus lateralis, rectus femoris, upper arm anterior, and the trunk (ICC = 0.72 to 1.000). All included validity studies
found ICC scores ranging from 0.92 to 0.999. Two studies describing the validity of ultrasound to predict lean body mass
showed good validity as compared with dual-energy X-ray absorptiometry (r2 = 0.92 to 0.96). This systematic review shows
that ultrasound is a reliable and valid tool for the assessment of muscle size in older adults. More high-quality research is
required to conﬁrm these ﬁndings in both clinical and healthy populations. Furthermore, ultrasound assessment of small
muscles needs further evaluation. Ultrasound to predict lean body mass is feasible; however, future research is required to
validate prediction equations in older adults with varying function and health.
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Introduction
Globally, the proportion of older people within the worldwide
population is increasing. It is estimated that, in 2050,
approximately 400 million people will be aged 80 years and
older.1 During ageing, body composition changes with a 1–2%
loss of muscle mass per year after the age of 50.2–5 This loss,
together with impaired physical performance, is referred to
as sarcopenia.2,6 Sarcopenia is associated with development
of functional disability, such as slow walking speed, and may
lead to a lower quality of life and dependency.2,7–11 The
prevalence of sarcopenia in healthy older adults (mean age
(SD) = 74.4 (3.2) years) is estimated to be between 0% and
15%.12 In community-dwelling older adults with mobility
problems (mean age (SD) = 80.5 (7.0) years), the prevalence is
higher, with estimates between 2% and 34%. Differences in
cut-off values, operational criteria, and differences in
assessment methods may possibly explain the large variation
in prevalence rates. For instance, prevalence rates of 33% to
34% in community-dwelling older adults of sarcopenia were
found when only low muscle mass or low handgrip strength
was used as diagnostic criteria for sarcopenia. When applying
the diagnostic criteria of the European Working Group on
Sarcopenia in Older People, the prevalence of sarcopenia in
community-dwelling older adults with mobility problems is
approximately 25%.12
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Muscle mass depletion is an important characteristic of
sarcopenia. Traditionally, computed tomography (CT) and
magnetic resonance imaging (MRI) are considered gold
standards for assessing muscle mass.13,14 However, both
methods are not feasible for the assessment of muscle mass
in daily practice. CT uses ionizing radiation and therefore is
not performed on a routine basis, and MRI is expensive and
has limited availability. Dual-energy X-ray absorptiometry
(DXA) is also a widely used technique to determine muscle
mass in a research setting; however, DXA also has limited
availability. Ultrasound is potentially a good alternative for
CT, MRI, and DXA, as it is a non-ionizing imaging technique
that provides dynamic assessment of soft tissue structures,
is portable, and also highly accessible. Furthermore,
ultrasound has been shown to be reliable for assessing
selected foot structures, which suggests that ultrasound has
the potential to accurately assess (small) muscle groups.15
Currently, it is difﬁcult to diagnose sarcopenia in daily
practice because there is a lack of valid and/or feasible tools
for the assessment of muscle mass. Ultrasound might play an
important role in the diagnosis of sarcopenia, because it may
offer an objective measure of the amount of muscle mass.
Previous reviews concluded that ultrasound is valid for
measuring muscle size in a younger population compared
with measurement instruments such as MRI and CT.16,17
Ultrasound is also a reliable measure of muscle size in healthy
individuals.18 However, until now, it is unclear whether
ultrasound is a reliable and valid technique to assess muscle
size in older adults. Furthermore, the use of ultrasound to
predict whole body muscle mass in older adults has not been
previously reviewed. Therefore, this systematic review aims
to evaluate the reliability and validity of ultrasound for
assessing muscle size in older adults. Moreover, this study
evaluates the validity of ultrasound-derived equations for
the prediction of muscle mass in older adults.
Methods
We systematically searched the PubMed, Cochrane, and
Cumulative Index to Nursing and Allied Health Literature
databases for studies in English, German, and Dutch. Studies
were searched up until 20 January 2016. Outcomes of
interest were conclusions about the reliability, concurrent
validity, or feasibility of ultrasound to quantify muscles. In
the search strategy, a combination of terms related to
sarcopenia, older adults, and ultrasonography was used: (i)
sarcopenia: muscular atroph*, muscle atroph*, muscle
mass*, muscle size*, muscle diameter*, muscle volume*,
muscle thickness*, muscle wasting; (ii) older adults: aged,
aging, older adult, elder*, older person*, older people,
senior*, ageing; (iii) ultrasonography: ultrasound, ultraso*
imaging, medical sonography, echography. The complete
search strategy is available from the author. In addition to
the search in the databases of Cumulative Index to Nursing
and Allied Health Literature, PubMed, and Cochrane, other
relevant studies were selected using backward citation
tracking.
Study eligibility criteria
Studies evaluating the reliability, validity, and/or feasibility of
ultrasound to assess muscle mass of the limbs and abdomen
in the older population (mean age ≥ 60 years, or inclusion
criteria ≥60 years and older) were eligible for inclusion in this
study. Animal studies, studies using cadaver specimens, and
(systematic) reviews were excluded.
Study appraisal and synthesis methods
Refworks (ProQuest LLC 2016) was used to insert the search
hits from the databases. After deleting duplicates, titles and
abstracts were independently screened by two authors
(W. N. and A. S.). On the basis of the inclusion and exclusion
criteria, studies were independently scored as relevant or
not relevant. Disagreements regarding the relevance of the
studies were solved by consensus. Both assessors (W. N. and
A. S.) subsequently and independently assessed the included
full text studies. The methodological quality of the included
studies was assessed using two checklists: one checklist for
the reliability and validity studies17 and one checklist for the
studies on the validity of ultrasound-derived prediction
equations.19 The methodological quality of the reliability and
validity studies was assessed using a checklist developed by
Pretorius and Keating.17 The checklist contains 10 items
focusing on the reliability and validity of ultrasound to
measure muscles (Appendix S1). A higher score signiﬁed
higher methodological quality.17 The methodological quality
of the validity of ultrasound-derived prediction equations
was assessed by the consensus-based standards for the
selection of health status measurement instruments
(COSMIN) checklist. The COSMIN checklist consists of nine
boxes; each box entails one measurement property, for
example, reliability and criterion validity. Each box consists
of 5 to 18 criteria, which can be used to assess methodological
quality. Eventually, a quality score was determined by taking
the lowest rating of each criterion in a box. The quality score
was deﬁned to be poor, fair, good, or excellent.19
In all of the steps of the selection procedure and during
assessment of methodological quality, agreement between
the two independent reviewers was calculated using the
Cohen’s kappa coefﬁcient.20 A score of <0.40 is regarded as
poor, 0.40–0.75 as fair to good, and a score >0.75 as an
excellent agreement between both observers.21
Muscle ultrasound in older adults 703
Journal of Cachexia, Sarcopenia and Muscle 2017; 8: 702–712
DOI: 10.1002/jcsm.12210
Results
An overview of the process of study selection is shown in
Figure 1. After screening by title and abstract, 50 studies
were assessed for eligibility. The inter-rater agreement
regarding title and abstract screening was fair to good
(Cohen’s kappa = 0.60 (95% conﬁdence interval = 0.48–0.72)).
From the 50 studies, 16 studies fulﬁlled the eligibility criteria.
Inter-rater agreement of assessment of full text studies
was fair to good (Cohen’s kappa = 0.68 (95% conﬁdence
interval = 0.48–0.88)). The included studies were categorized
as reliability studies (n = 13), validity studies (n = 6), and
ultrasound-derived prediction equation studies (n = 2).
Methodological quality
The quality of the included reliability and validity studies was
good, with quality scores ranging between 7 and 10. Overall,
more than 7 out of the 10 questions scored ‘yes’ for all of the
studies. The most consistent shortcomings were missing data
on the composition of the sample and insufﬁcient information
on the scanning procedure of ultrasound (Table 1). The quality
of the two ultrasound-derived prediction equations scored as
good. The reference used can be considered as a reasonable
criterion method for the assessment of muscle mass, both
studies used good sample sizes (both studies n = 77), and
appropriate statistical analyses were performed in the studies.




A transducer in which the width of the image
is the same at all tissue levels. Therefore, a
linear transducer has good near-ﬁeld resolution
and is most often used for small,
superﬁcial structures, for example, muscles.
Curved
transducer
A transducer in which the width of the
image increases with deeper penetration.
Therefore, a curved transducer is most often
used for deep scanning.
Scanning
plane
The direction in which the scan is generated.
The two scanning planes used in this manuscript
are (i) sagittal, which refers to longitudinal




The dimension in which the muscle is measured;
thickness (in millimeter or centimeter),
cross-sectional area (in cm2) or volume (in cm3).
Reliability
As listed in Table 2, 13 studies investigated the reliability of
ultrasound. Of these, four studies reported data on both
the intra-rater and the inter-rater reliability.22–25 Eight studies
involved healthy older adults,24–31 two studies involved
stroke patients,18,22 and three studies involved patients with
chronic conditions, such as chronic obstructive pulmonary
disease, osteoarthritis, and coronary artery disease.23,32,33
Two studies explicitly stated that the markings on the skin were
removed prior to the second scan, to prevent bias in the
measurement.18,25 Out of the 13 studies, four studies used a
curved-array transducer.23,25,30,34 Included studies reported
different outcome measures; one study assessed muscle
volume,24 three studies assessed cross-sectional area,23,27,29
and nine studies assessedmuscle thickness (MT).18,22,25,26,28,30–33
Intra-rater reliability
The intra-rater reliability of ultrasound was investigated in 13
studies. The majority of the studies measured the muscle in
the transverse plane.18,23,25–27,29–31,33 The interval between
repeated measurements varied from several minutes18,30 to
14 days.23,28 Nine out of 13 studies evaluated thigh
muscles.23,24,26–29,31–33,35 Calf muscles,18,22,28 abdominal
muscles,18,30 and spinal muscles25 were also evaluated.
Overall, reliability estimates ranged from 0.26 to 1.00. The
highest intraclass correlation coefﬁcient (ICC) scores were
found for the vastus lateralis (ICC = 0.852 to 0.999), the
rectus femoris (ICC = 0.72 to 0.997), the upper arm anterior
(ICC = 0.81 to 0.99), and the trunk (0.73 to 1.00).
Inter-rater reliability
Four studies investigated both intra-rater and inter-rater
reliability.22–25 One study assessed both measurement and
procedural reliability. Reliability estimates for measurement
reliability was higher than procedural reliability (ICC = 0.98
and ICC = 0.86, respectively).25 The four studies evaluated
different muscles: medial gastrocnemius,22 rectus femoris,23,24
and the lumbarmultiﬁdusmuscle.25 Two studies measured the
muscle in the transverse plane.23,25 Reliability estimates ranged
from 0.88 to 0.998.
Validity
All of the included studies evaluated concurrent validity with
DXA,36MRI,24,29 CT,33,37 or ultrasound23 used as criterionmethods
(Table 3). The same construct was measured with ultrasound
and the reference methods, except for one study, which
compared muscle size with body composition parameters.36
All of the studies evaluated thigh muscles with a linear
transducer. Only one study measured thigh muscle volume
in the sagittal plane.24 The other studies assessed muscle
thickness33,36,37 or cross-sectional area23,29,37 in the transverse
plane. All studies found that ultrasound is valid for the
assessment of muscles, with ICC scores ranging from 0.92 to
0.999,23,24,29,33,36 and r = 0.761 to r = 0.911.37
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Validity of ultrasound-derived prediction equations
Two studies evaluated the validity of ultrasound to predict
muscle mass in older adults as compared with DXA.38,39
One study speciﬁcally focused on the prediction of leg muscle
mass. That study was conducted with 52 healthy adults of
which 22 were men (mean age 62.1 ± 8.6 years) and 30 were
women (mean age 66.3 ± 5.9 years). The proposed prediction
equation included the sum of four MT: thigh anterior and
posterior and lower leg anterior and posterior (leg muscle
mass = 0.01464 × (MTsum × length of segment)  2.767).
The results indicated a good validity of ultrasound for
predicting leg muscle mass compared with DXA
(r2 = 0.96).38 The second study was conducted in 77 healthy
older adults (mean age = 64.8 ± 7.2 years). Two prediction
equations were proposed in that study. Equation 1 (muscle
mass = (sex (female = 0, male = 1) × 7.217) + (MTthigh
anterior × 1.985) + (MTthigh posterior × 2.355) + (MTlower
leg anterior × 3.633) + (MTlower leg posterior × 2.670) 6.759)
included MT of the thigh (anterior and posterior) and the
lower leg (anterior and posterior). The results showed good
validity of the ultrasound-derived prediction equation
(r2 = 0.929, standard error of the estimate = 2.5 kg). Equation
2 utilized the product of MT and limb length (LL) to predict
muscle mass.
In this equation, the following sites were included: upper
arm anterior, thigh anterior, thigh posterior, and lower leg
posterior (muscle mass = (sex (female = 0,male = 1) × 5.233) +
((MT × LL)upper arm anterior × 0.006630) + ((MT × LL)thigh anterior ×
0.05153)+((MT×LL)thigh posterior×0.05579)+((MT×LL)lower leg posterior
× 0.07097) + 1.774). The validity of Equation 2 was good
compared with DXA (r2 = 0.955, standard error of the
estimate = 2.0 kg).39
Discussion
The main ﬁnding of this systematic review is that ultrasound
is a reliable and valid tool for the assessment of muscle size in
older adults. However, the validity of ultrasound-derived
prediction equations for the estimation of muscle mass in
older adults cannot be established, because only two studies
examined the validity of ultrasound-derived prediction
equations in older adults.
Figure 1 Preferred reporting items for systematic reviews and meta-analyses ﬂowchart showing selection procedure.
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Our ﬁnding that ultrasound is reliable for the measurement
of muscle size in older adults extends the conclusion of a
previous review in a younger population.35 We found that the
reliability of ultrasound in older adults is comparable with
reliability estimates found in younger adults. Furthermore, we
also found that ultrasound is a reliable tool in a clinical
population, for example, chronic obstructive pulmonary disease,
coronary artery disease, and post-stroke and acute stroke
patients, a ﬁnding in contrast to previous literature.35 Reliability
estimates in a clinical population appear to be equal to reliability
estimates in healthy older adults. These estimates were not only
similar for intra-rater and inter-rater reliability but also across
different body sites. Even though we found high ICC scores for
the reliability of ultrasound in clinical populations, ultrasound
imaging in a clinical population may be more challenging
because of increased echogenicity, that is, the reﬂectance of
the emitted ultrasound signal, and decreased deﬁnitions of bone
and muscle. Therefore, work on the feasibility of ultrasound in a
clinical and ageing population is warranted.
The included studies concluded that ultrasound is a
reliable tool for the assessment of muscle size. Important to
acknowledge is that this conclusion is based on the
assessment of large muscle groups like the Musculus
quadriceps. Low ICC scores were found in the assessment
of relatively small muscles, such as lateral forearm and lower
limb muscles.18 The low ICC scores can possibly be explained
by the fact that evaluating small muscles with ultrasound
might be challenging because of limited spatial resolution.40
Hence, the reliability of ultrasound for the assessment of
small muscles needs further evaluation. We found that
ultrasound also showed good validity for the assessment of
muscle size compared with DXA, MRI, and CT. A remarkable
ﬁnding of this review, however, was the lack of studies
examining the validity of ultrasound-derived prediction
equations for whole body muscle mass in older adults. To
the best of our knowledge, one previous review was
published on the validity of ultrasound for the assessment
of muscles.17 That review, however, did not speciﬁcally focus
on older adults and did not include studies on the validity of
ultrasound for predicting lean body mass. We found that
ultrasound is a valid tool to assess muscle mass in older
adults in clinical practice. Only one study showed good validity
of ultrasound-derived prediction equations compared with
DXA. We found three other studies regarding the validity of
ultrasound-derived prediction equations for muscle mass, but
we excluded these from this systematic review because of
the age of the study sample. Nevertheless, these studies found
good validity for ultrasound-derived prediction equations for
the assessment of muscle mass.14,41,42 This adds to the
evidence for high validity of ultrasound for the prediction of
muscle mass. However, for ultrasound to become a valid
alternative for DXA or bioelectrical impedance analysis for
diagnosing sarcopenia, cross-validation of the proposed
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Despite high scores on methodological quality, we found that
information regarding the scanning procedure was unclear in
most of the reliability studies. In particular, information was
lacking on the scanning position andmarking of the skin. For that
reason, the ﬁndings in this reviewmight be an overestimation of
the true reliability of ultrasound. Nevertheless, we included one
study that investigated both measurement and procedural
reliability of ultrasound. That study found high ICC scores for both
measurement andprocedural reliability (ICC =0.98 and ICC=0.86,
respectively).18 Nonetheless, it is of utmost importance to
investigate the reliability of the entire ultrasound scanning
procedure, as this reﬂects the assessment procedure in clinical
practice. Therefore, the reliability of the ultrasound procedure
to evaluatemuscle size in older adults requires further evaluation.
All of the included studies used ICC scores to assess the
agreement between raters or devices, which is considered to
be the preferred statistical method to assess reliability.43–45
However, we found that 4 out of 13 reliability studies did not
provide any information on the type of ICC used in the study.
It is important to report complete information on the type of
ICC used in the study as this inﬂuences the results and is
needed for an appropriate interpretation of the results.46
Furthermore, in addition to type of ICC used in the study, data
on the magnitude of the error, for example, standard error of
the measurement and limits of agreement, should be reported.
The ﬁndings in this systematic review should be considered
in the light of some limitations. First, although we used a
comprehensive tool for the assessment of methodological
quality of the ultrasound-derived prediction equation studies,
this instrument was originally developed to assess
methodological quality of health measurement instruments.
Therefore, some items were not applicable for speciﬁc
studies. Nevertheless, the quality of the included studies is
expected to be adequate because the items regarding
methodological quality were scored as good. Second, because
of the lack of information on the type of ICC used in the
studies, a meta-analysis could not be conducted. Finally, given
the strict inclusion criteria, studies that did not mention (an
equivalent of) muscle mass were excluded from this review.
In conclusion, this systematic review shows that
ultrasound is a reliable and valid tool for the assessment of
muscle size in older adults. However, more high-quality









Berger et al., 201536 Community-dwelling
older adults
DXA Transverse Rectus femoris Thickness Right: r = 0.9687
n = 51 (25:26)
age (females) = 72.5 (5.8) Left: r = 0.9667








Transverse Rectus femoris CSA ICC = 0.982 (NR)
n = 15 (NR:NR)





MRI Sagittal Rectus femoris Volume ICC = 0.997 (NR)
n = 11 (NR:NR)
median
age = 79
Reeves et al., 200429 Healthy adults MRI Transverse Vastus lateralis CSA ICCs between
0.998 and 0.999
for scans 6 to 10
n = 6 (3:3)
age = 76.8 (3.2)
Sipila and Suominen,
199337
Older adults n = 36
(0:36)
CT Transverse Quadriceps Thickness,
CSA
Thickness
Trained athletes r = 0.761
n = 21 (0:21) CSA
age = 73.7 (5.6) r = 0.911
Healthy controls
n = 15 (0:15)










Thickness ICC = 0.92
(0.81–0.97)
n = 20 (NR)
age = 68.3 (7.3)
CSA, cross-sectional area; CT, computed tomography; DXA, dual-energy X-ray absorptiometry; ICC, intraclass correlation coefﬁcient; NR,
not reported; MRI, magnetic resonance imaging;
Studies are arranged in type of study alphabetical order and in alphabetical order.
an = sample size of the study (Male:Female). Mean age is reported. Value in parentheses is the standard deviation.
bFindings are reported in ICC values, except where otherwise speciﬁed. Values in parentheses are 95% conﬁdence intervals.
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research is needed to conﬁrm these ﬁndings in both clinical
as well as healthy populations. Furthermore, more research
is required to validate prediction equations in older adults
with varying function and health. This further validation is
required to investigate whether use of ultrasound in the
screening and diagnosis of sarcopenia is feasible.
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